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are used in the diagnosis and treat-
ment of liver diseases, such as infec-
tious hepatitis, acute cholecystitis (in-
flammation of the gall bladder), cir-
rhosis, and liver metastases. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to § 862.9. 

[52 FR 16122, May 1, 1987, as amended at 65 
FR 2307, Jan. 14, 2000] 

§ 862.1540 Osmolality test system. 
(a) Identification. An osmolality test 

system is a device intended to measure 
ionic and nonionic solute concentra-
tion in body fluids, such as serum and 
urine. Osmolality measurement is used 
as an adjunct to other tests in the eval-
uation of a variety of diseases, includ-
ing kidney diseases (e.g., chronic pro-
gressive renal failure), diabetes 
insipidus, other endocrine and meta-
bolic disorders, and fluid imbalances. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to § 862.9. 

[52 FR 16122, May 1, 1987, as amended at 65 
FR 2307, Jan. 14, 2000] 

§ 862.1542 Oxalate test system. 
(a) Identification. An oxalate test sys-

tem is a device intended to measure 
the concentration of oxalate in urine. 
Measurements of oxalate are used to 
aid in the diagnosis or treatment of 
urinary stones or certain other meta-
bolic disorders. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to § 862.9. 

[52 FR 16122, May 1, 1987, as amended at 65 
FR 2307, Jan. 14, 2000] 

§ 862.1545 Parathyroid hormone test 
system. 

(a) Identification. A parathyroid hor-
mone test system is a device intended 
to measure the levels of parathyroid 
hormone in serum and plasma. Meas-
urements of parathyroid hormone lev-
els are used in the differential diag-
nosis of hypercalcemia (abnormally 

high levels of calcium in the blood) and 
hypocalcemia (abnormally low levels of 
calcium in the blood) resulting from 
disorders of calcium metabolism. 

(b) Classification. Class II. 

§ 862.1550 Urinary pH (nonquantita-
tive) test system. 

(a) Identification. A urinary pH (non-
quantitative) test system is a device 
intended to estimate the pH of urine. 
Estimations of pH are used to evaluate 
the acidity or alkalinity of urine as it 
relates to numerous renal and meta-
bolic disorders and in the monitoring 
of patients with certain diets. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to § 862.9. 

[52 FR 16122, May 1, 1987, as amended at 65 
FR 2307, Jan. 14, 2000] 

§ 862.1555 Phenylalanine test system. 

(a) Identification. A phenylalanine 
test system is a device intended to 
measure free phenylalanine (an amino 
acid) in serum, plasma, and urine. 
Measurements of phenylalanine are 
used in the diagnosis and treatment of 
congenital phenylketonuria which, if 
untreated, may cause mental retarda-
tion. 

(b) Classification. Class II. 

§ 862.1560 Urinary phenylketones 
(nonquantitative) test system. 

(a) Identification. A urinary 
phenylketones (nonquantitative) test 
system is a device intended to identify 
phenylketones (such as phenylpyruvic 
acid) in urine. The identification of 
urinary phenylketones is used in the 
diagnosis and treatment of congenital 
phenylketonuria which, if untreated, 
may cause mental retardation. 

(b) Classification. Class I (general con-
trols). The device is exempt from the 
premarket notification procedures in 
subpart E of part 807 of this chapter 
subject to § 862.9. 

[52 FR 16122, May 1, 1987, as amended at 65 
FR 2307, Jan. 14, 2000] 
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